


 

 

 

 

    High-Volume TSP Sampler 

    5-Point Calibration Record 

 

Location    :  AM1(ICC) 

Calibrated by   : K.T.Ho 

Date    : 04/10/2019 

 

Sampler 

Model    : TE-5170   

Serial Number   : S/N 0767 

 

Calibration Orifice and Standard Calibration Relationship 

Serial Number   : 2454 

Service Date   : 25 February 2019 

Slope (m)   : 2.07076 

Intercept (b)   : -0.02917 

Correlation Coefficient(r)  : 1.00000 

 

 

 

Standard Condition 

Pstd (hpa)   : 1013 

Tstd (K)    : 298.18 

 

Calibration Condition  

Pa (hpa)    : 1014 

Ta(K)    : 300 

 

 

Resistance Plate 

 

dH [green liquid] 

(inch water) 

Z X=Qstd 

(cubic meter/min) 

IC 

(chart) 

Y 

(corrected) 

1 18 holes 10.2 3.185 1.552 60 59.83 

2 13 holes 7.6 2.749 1.342 50 49.86 

3 10 holes 6.0 2.443 1.194 40 39.89 

4   7 holes 3.8 1.944 0.953 26 25.93 

5   5 holes 2.4 1.545 0.760 16 15.95 

Notes:Z=SQRT{dH(Pa/Pstd)(Tstd/Ta)}, X=Z/m-b ,Y(Corrected Flow)=IC*{SQRT(Pa/Pstd)(Tstd/Ta)} 

 

Sampler Calibration Relationship 

 

Slope(m):56.553     Intercept(b): -27.312  Correlation Coefficient(r): 0.9990 

 

Checked by:     Date: 08/10/2019 

Magnum Fan 

 

 
 



 

 

 

 

    High-Volume TSP Sampler 

    5-Point Calibration Record 

 

Location    :  AM2B (Gammon Office)

Calibrated by   : K.T.Ho

Date    : 20/09/2019

 

Sampler 

Model    : TE-5170   

Serial Number   : S/N 8919 

 

 

Calibration Orifice and Standard Calibration Relationship 

Serial Number   : 2454 

Service Date   : 25 February 2019 

Slope (m)   : 2.07076 

Intercept (b)   : -0.02917 

Correlation Coefficient(r)  : 1.00000 

 

 

Standard Condition 

Pstd (hpa)   : 1013 

Tstd (K)    : 298.18 

 

Calibration Condition  

Pa (hpa)    : 1005 

Ta(K)    : 303 

 

 

Resistance Plate 

 

dH [green liquid] 

(inch water) 

Z X=Qstd 

(cubic meter/min) 

IC 

(chart) 

Y 

(corrected) 

1 18 holes 12.2 3.450 1.680 60 59.27 

2 13 holes 8.6 2.897 1.413 50 49.39 

3 10 holes 6.0 2.420 1.183 40 39.51 

4   7 holes 4.0 1.976 0.968 26 25.68 

5   5 holes 2.6 1.593 0.783 18 17.78 

Notes:Z=SQRT{dH(Pa/Pstd)(Tstd/Ta)}, X=Z/m-b ,Y(Corrected Flow)=IC*{SQRT(Pa/Pstd)(Tstd/Ta)} 

 

Sampler Calibration Relationship 

 

Slope(m):47.432     Intercept(b):-18.850  Correlation Coefficient(r): 0.9950 

 

 

 

Checked by:    Date: 22/09/2019 

Magnum Fan 

 
 

 




























	NL-18-00360030-22.07.2017
	5 pt_ 20  July 19_M+(8919)_R1
	5 pt_ Aug_19_M+(0767)
	5 pt_ 20  Sep 19_M+(8919)
	5 pt_ Oct_19_M+(0767)
	CAL200-11333-26.05.2019
	5 pt_ 20  Sep 19_M+(8919)



